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Abstract: Aflatoxins (AFs) are highly toxic compounds that can cause both acute and chronic toxicity
in humans. Aflatoxin B1 (AFB1) is considered the most toxic of AFs. Therefore, the rapid and on-site
detection of AFB1 is critical for food safety management. Here, we report the on-site detection of
AFB1 in grains by a portable surface plasmon resonance (SPR) sensor. For the detection of AFB1,
the surface of an SPR Au chip was sequentially modified by cysteine-protein G, AFB1 antibody,
and bovine serum albumin (BSA). Then, the sample solution and AFB1-BSA conjugate were flowed
onto the Au chip in serial order. In the absence of AFB1, the SPR response greatly increased due
to the binding of AFB1-BSA on the Au chip. In the presence of AFB1, the SPR response showed
little change because the small AFB1 molecule binds on the Au chip instead of the large AFB1-BSA
molecule. By using this portable SPR-based competitive immunoassay, the sensor showed low limits
of detection (2.51 ppb) and quantification (16.32 ppb). Furthermore, we successfully detected AFB1 in
rice, peanut, and almond samples, which suggests that the proposed sensing method can potentially
be applied to the on-site monitoring of mycotoxins in food.
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1. Introduction

Aflatoxins (AFs) are a group of highly toxic and carcinogenic secondary metabolites produced
by the fungi Aspergillus flavus and Aspergillus parasiticus [1]. AFs are found in a wide range of foods
and feeds, such as grains, nuts, dried fruits, and spices, under high temperature and humidity [2].
There are four main types of AF: aflatoxin B1 (AFB1), B2, G1, and G2. Among them, AFB1 is
known to be the most common toxin and potent cancer-causing factor, which can induce genetic
mutation and hepatocellular carcinoma [3,4]. AFB1 is extremely heat stable and thus difficult to
remove once produced [5]. In addition, exposure to AFB1 has increased due to climate change
and expanding food trade between nations [6,7]. Therefore, many countries have set legal limits
for AFB1 ranging from 0 to 50 ppb (parts per billion) to monitor and regulate the level of AFB1 in
foodstuffs [8,9]. Several techniques have been employed for the identification of AFs in food, such as
high-performance liquid chromatography [10], thin-layer chromatography [11], overpressured-layer
chromatography [12], and enzyme-linked immunosorbent assay [13]. Although these methods can
detect AFs efficiently, sophisticated equipment or trained personnel are required. Recently, various

Sensors 2018, 18, 598; doi:10.3390/s18020598 www.mdpi.com/journal/sensors

http://www.mdpi.com/journal/sensors
http://www.mdpi.com
https://orcid.org/0000-0003-0381-3958
https://orcid.org/0000-0003-0381-3958
https://orcid.org/0000-0002-5387-6458
http://dx.doi.org/ 10.3390/s18020598
http://www.mdpi.com/journal/sensors


Sensors 2018, 18, 598 2 of 8

immuno-sensors have been developed to detect AFs rapidly and routinely. For example, Spinella et al.
reported a piezoelectric quartz-crystal-microbalance sensor for the detection of AFB1 in the range
of 0.5–10 ppb [14]. Adányi et al. developed an optical waveguide light-mode spectroscopy method
for the detection of AFB1 and ochratoxin A, and they identified AFB1 over a range of 0.5–10 ppb
using competitive detection and 5–10 ppb using non-competitive detection [15]. In addition,
an electrochemical immuno-sensor based on graphene/conducting polymer/Au nanoparticles/the
ionic liquid composite film was developed for the detection of AFB1, displaying a dynamic range from
3.2 fM to 0.32 pM [16]. Masinde et al. applied an immune-chromatographic assay to detect AFs in corn
and rice, and showed a 0.1 ppb detection limit [17]. Although these techniques showed sensitive AF
detection, they still require heavy instrumental systems and complicated fabrication steps, limiting for
on-site monitoring of AFs.

Surface plasmon resonance (SPR) is a well-known technology that enables the label-free, real-time
monitoring of antibody–antigen interactions [18]. The SPR technique has been widely used to recognize
nucleic acids, proteins, peptides, cells, toxins, etc. [19,20]. Since traditional SPR systems are large and
heavy, they have limited use for the on-site detection of analytes. Therefore, the miniaturization of SPR
systems is important for practical applications of SPR. Previously, we developed a palm-sized SPR
sensor in which the beam from a diode laser is modulated by a rotating mirror [21]. This portable SPR
system enables us to widen the practicality of SPR technology. In this regard, we applied the portable
SPR sensor for the detection of AFB1 in grains. Miniaturized SPR sensors have been developed and
applied to detect chemical and biological species by several research groups [22]. In the case of AFB1,
however, this is the first work showing how to detect AFB1 with the portable SPR sensor. For the
sensitive detection of AFB1, we adopted a competitive immunoassay. Briefly, the surface of an SPR
Au chip was sequentially modified by cysteine-protein G and AFB1 antibody, and then treated with
bovine serum albumin (BSA) to prevent nonspecific binding. Next, we flowed the sample solution and
AFB1-BSA onto the Au chip and observed the SPR response change. When the sample includes AFB1,
the anti-AFB1 antibody binds to AFB1. When the sample has no AFB1, the antibody binds to AFB1-BSA
instead of AFB1. Since the SPR response is related to the mass change on the Au chip [23], little change
in the SPR response occurs when AFB1 binds to the antibody, while a large change is produced when
AFB1-BSA binds to the antibody. By comparing the difference in the signal of the two SPR channels,
we could quantitatively detect AFB1 in the dynamic range of 16~200 ppb. More importantly, this
method allows for the detection of AFB1 in rice, peanut, and almond samples, indicating its potential
applicability to the on-site monitoring of AFB1.

2. Materials and Methods

2.1. Materials

Standards of AFB1 (A6636), zearalenone (34126), AFB1-BSA conjugate (A6655), and polyclonal
anti-AFB1 antibody (A8679) were purchased from Sigma-Aldrich (St. Louis, MO, USA).
Cysteine-protein G and Au-coated chips were purchased from MiCoBioMed Co., Ltd. (Daejeon, Korea).
Phosphate buffered saline (PBS, 10010023) was purchased from Thermo Fisher (Waltham, MA, USA).
Methanol (M0583) was purchased from Samchun Chemical (Seoul, Korea). Rice, peanut, and almond
were purchased from a local market. Syringe filters (TR-200506) were purchased from Teknokroma
(Barcelona, Spain).

2.2. Preparation of AFB1-Spiked Food Samples

Five-gram samples of rice, peanut, and almond obtained from the local market were spiked with
known concentrations of AFB1 and incubated for 20 min in the fume hoods. The AFB1-spiked samples
were extracted with 25 mL of methanol/water (70:30, v/v), and this mixture was shaken for 10 min.
The mixture was then filtered with a 0.45 µm syringe filter, and the extracts were used for analysis.
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2.3. Preparation of the Au Chip and Detection of AFB1 by the Portable SPR Sensor

The Au chip was cleaned with a piranha solution (70% (v/v) H2SO4 and 30% (v/v) H2O2) at 60 ◦C
for 10 min and thoroughly rinsed with ethanol and deionized water. This pre-cleaned Au chip was rinsed
with PBS (pH 7.4), which was used as the running buffer. The cysteine-protein G (0.1 mg/mL) 100 µL was
injected into the SPR channel at a flow rate of 10 µL/min. Then, 100 µL of polyclonal anti-AFB1 antibody
(0.1 mg/mL) were flowed into the channel at the same flow rate. Continually, 100 µL of BSA (0.1 mg/mL)
were applied to prevent nonspecific binding. Next, 100 µL of the AFB1 sample were introduced into
the channel, followed by a 100 µL injection of AFB1-BSA conjugates (1 mg/mL). During the entire
experimental procedure, the SPR response was monitored in real time.

2.4. Instrumentation

The portable SPR instrument was purchased from MiCoBioMed Co., Ltd. (Daejeon, Korea).
The syringe pump (NE-1000) was purchased from New Era Pump Systems Inc. (New York, NY, USA).

3. Results and Discussion

3.1. Detection of AFB1 by the Portable SPR Sensor

Figure 1A shows the palm-sized SPR system (middle), combined with a syringe pump (left) and
laptop (right). The Au chip was installed in the portable SPR system, and reagent solutions were
injected by the syringe pump. The SPR response was displayed on the laptop. Figure 1B shows a
schematic illustration of the portable SPR system based on the modulation of laser light by a rotating
mirror. Conventional SPR systems adopt the prism-based Kretschmann configuration, in which a laser
is used as the light source and the SPR angle is measured [24]. Oscillation mirror-based instruments,
in which a mirror adjusts the incident angle at which surface plasmons are excited, have also been widely
used [24]. These SPR systems, however, are unsuitable for portable applications. For the construction
of the hand-held SPR device, we integrated a rotating mirror instead of the prism into the SPR system.
The incident laser was modulated with a rotating mirror, where part of the reflected and diverged light
from the center of the rotating mirror was focused on the Au surface. The reflected light was detected
with a complementary metal-oxide-semiconductor sensor. This portable SPR system can eliminate the
deterioration in image quality of the reflected laser light, originating from the coherency of the laser
source. The SPR signal was transferred to a laptop via USB port, and the flow cell consisted of three
channels with dimensions of 5.5 mm (L) × 1.0 mm (W) × 0.2 mm (D) on a single SPR chip.
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Figure 1. (A) Photograph of the portable surface plasmon resonance (SPR) system combined with
a syringe pump and laptop. The Au chip was installed in the portable SPR system, and the sample
solution was injected with the syringe pump. The SPR response was displayed on the laptop.
(B) Schematic illustration of the portable SPR system based on the modulation of laser light by a
rotating mirror.
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The portable SPR device-based AFB1 detection procedure is illustrated in Figure 2. In this
experiment, we adopted a competitive immunoassay to detect AFB1 sensitively. Because the SPR
response is related to the mass change on the Au chip [23], molecules with low molecular weight,
such as mycotoxins, are often difficult to detect with the SPR sensor. Therefore, additional SPR signal
amplification steps or competitive binding assay have been employed to detect small molecules [25,26].
For the detection of AFB1, we first installed a pre-cleaned Au chip in the palm-sized SPR system,
and the running buffer (PBS) and 0.1 mg/mL cysteine-protein G were flowed through both the test
and control channel. Cysteine-protein G can bind to the Au chip through Au–S bonding [27,28].
Second, 0.1 mg/mL polyclonal anti-AFB1 antibody was immobilized on the Au chip through the
binding of protein G to the Fc region of the antibody. The protein G-antibody retains the optimal
conformation for interaction with AFB1, enabling efficient detection compared with a randomly
immobilized antibody. Third, the AFB1 sample solution was flowed through the test channel, and the
PBS solution was flowed through the control channel. Lastly, 1 mg/mL AFB1-BSA conjugate and PBS
solution were injected into both channels. By comparing the SPR responses of the test and control
channels, we could detect AFB1. When the sample solution contains AFB1, AFB1 binds to the Au chip,
and AFB1-BSA flows without binding. Because the molecular weight of AFB1 is not large enough to
produce an SPR signal, a weak SPR signal is obtained in the test channel. When the sample solution
contains no AFB1, AFB1-BSA binds to the Au chip. The binding of heavy AFB1-BSA (66,775 Da)
produces a large change in the SPR response. Since we flowed only buffer solution through the control
channel, the SPR response increased to its maximum in the control channel. Consequently, we could
quantitatively detect AFB1 through comparison of the SPR responses in the test and control channels.
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Figure 2. Schematic illustration of aflatoxin B1 (AFB1) detection using the portable SPR sensor.

3.2. Quantitative and Selective Detection of AFB1

To evaluate the sensing performance of the present portable SPR-based method in response to
AFB1, we prepared AFB1 standard sample solutions at various concentrations from 1 to 10,000 ppb
and tested the solutions, as depicted in Figure 2. The resultant SPR response curves are shown in
Figure 3A. In the control channel, the highest response intensity was observed (black line of Figure 3A)
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after the injection of the AFB1-BSA conjugate. In the test channels, the SPR response intensity increased
as the concentration of AFB1 was reduced from 10,000 to 1 ppb, as the amount of bound AFB1-BSA
was inversely proportional to the AFB1 concentration. Figure 3B shows the plot of (IC − IT)/IC versus
the AFB1 concentration. IC and IT represent the mean SPR response intensity in the control and test
channels, respectively. The plot verifies that the quantitative detection of AFB1 is feasible. The fitted
line was determined to be y = 0.18265x + 0.09848 with an R2 value of 0.98831. We estimate that the
limit of detection (LOD) is 2.51 ppb, that the limit of quantification (LOQ) is 16.32 ppb, and that
the quantitative dynamic range is 16~200 ppb (x = log concentration of AFB1). Previously reported
SPR-based AFB1 sensing methods have shown a detection limit of 3 ppb using large BIAcore SPR
equipment [29,30]. These methods, however, required additional AFB1 or Au chip surface modification
steps for immobilizing AFB1 or AFB1-BSA conjugates on the sensor chip before flowing the mixture of
AFB1 and anti-AFB1 antibody [29,30]. Here, we suggest a simpler way of identifying AFB1 without
the abovementioned inconvenient steps, achieving sufficient results for satisfying regulatory limits.

Figure 3. (A) SPR response curves obtained in the control channel (black line) and test channels by
varying the AFB1 concentration (1, 10, 100, 1000, and 10,000 ppb). The SPR response intensity decreased
with increasing AFB1 concentration because the amount of bound AFB1-BSA is inversely proportional
to the AFB1 concentration. (B) Plot of (IC − IT)/IC versus the concentration of AFB1. IC and IT represent
the mean SPR response intensity in the control and test channels, respectively. The red linearly fitted
line. The data represent the mean plus standard deviation from three measurements.

We also examined the selectivity of the portable SPR-based AFB1 sensing method. For the
selectivity test, a 100 ppb zearalenone solution was prepared and flowed into the test channel of
the SPR system. Zearalenone is an F-2 mycotoxin and a potent estrogenic metabolite produced
by some Fusarium and Gibberella species [31]. Zearalenone can cause infertility, abortion, or other
reproductive problems [32]. Figure 4 shows the SPR response curves obtained from two test channels
with zearalenone (black line) and AFB1 (red line), respectively. A strong SPR response was obtained
after the flow of zearalenone and AFB1-BSA. Since zearalenone could not bind to the chip, AFB1-BSA
could successfully bind to the antibody, resulting in a large SPR response. On the other hand, a weak
SPR response was measured after the flow of AFB1 (100 ppb) and AFB1-BSA. Because previously
injected target AFB1 had already bound to the chip, it was difficult for AFB1-BSA to bind with the
antibody. This result suggests that the present method can detect AFB1 selectively without a cross
reaction of zearalenone.
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Figure 4. SPR response curves obtained in test channels after the detection of AFB1 and zearalenone,
respectively. The concentration of both mycotoxins is 100 ppb. The SPR response was higher in the
presence of zearalenone than in the presence of AFB1, indicating the selective detection of AFB1.

3.3. The On-Site Detection of AFB1 in Grains

Finally, we tried to detect AFB1 in food samples using the portable SPR device. Rice, peanut,
and almond were used as food matrices because they are the foods most commonly polluted by
AFB1 [1]. Figure 5a shows a photograph of the AFB1-spiked rice, peanut, and almond samples.
Five grams of these samples were spiked with 100 ppb AFB1. For the detection of AFB1, each spiked
sample was incubated in 25 mL of methanol/water (70:30, v/v), and this mixture was shaken for
10 min. Next, the mixture was filtered with a 0.45 µm syringe filter, and the extract was used for
analysis. Figure 5b shows the plot of (IC − IT)/IC versus the grain sample. When AFB1 was spiked in
the grain samples, the (IC − IT)/IC value increased (blue bar). When the grain samples had no AFB1,
the value decreased (black bar). This result clearly demonstrates the AFB1 sensing capability of the
present method in grain samples.

Figure 5. (A) Photograph of the AFB1-spiked rice, peanut, and almond samples. (B) Plot of (IC − IT)/IC

versus the grain sample. The blue bars were obtained from the AFB1-spiked grain samples, and the
black bars from pure grain samples. IC and IT represent the mean SPR response intensity in the control
and test channels, respectively.

4. Conclusions

We developed a miniaturized SPR system for the sensitive and on-site detection of AFB1 in grains.
For AFB1 detection, the antibody was immobilized on the SPR Au chip through cysteine-tagged protein
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G, and the AFB1-BSA conjugate was flowed onto the chip after AFB1 sample treatment. The SPR
response was induced by the AFB1-BSA conjugate, as it is relatively heavier than AFB1, and the
competitive reaction between the AFB1-BSA conjugate and AFB1 induced an inverse relationship
between the SPR response intensity and the AFB1 concentration. By using this portable SPR-based
competitive immunoassay, the sensor achieved a low LOD (2.51 ppb), LOQ (16.32 ppb), and AFB1
recovered from spiked food samples was successfully detected. In addition, the result showed high
selectivity against another mycotoxin. However, the proposed sensing method still has limitations in
terms of reuse of the sensor, quantitative analysis in food samples, and costs of fabrication. If further
research on the sophisticated fabrication and effective surface modification of the chips is carried out,
we expect that this portable sensor will be useful for analyzing a variety of hazardous molecules in
real time and on site.
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