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Abstract: Well-ordered bioreceptors on atomically flat Au surfaces can be a high-performance
biosensor. Cardiac troponin I proteins (cTnIs) have been regarded as a specific biomarker for
acute myocardial infarction (AMI). Here, we report the accurate detection of cTnIs using an
aptamer-immobilized Au nanoplate platform. The single-crystalline and atomically flat Au nanoplate
was characterized by atomic force microscopy. For the precise detection of cTnI, we immobilized
an aptamer that can strongly bind to cTnI onto an atomically flat Au nanoplate. Using the
aptamer-immobilized Au nanoplate, cTnIs were successfully detected at a concentration of 100 aM
(2.4 fg/mL) in buffer solution. Furthermore, cTnIs in serum could be identified at a concentration
of 100 fM (2.4 pg/mL). The total assay time was ~7 h. Importantly, the aptamer-immobilized Au
nanoplate enabled us to diagnose AMI patients accurately, suggesting the potential of the present
method in the diagnosis of AMI.
Keywords: cTnI; aptamer; nanoplate; surface-enhanced Raman scattering

1. Introduction
Acute myocardial infarction (AMI) is a common cause of death globally [1]. According to the
Centers for Disease Control and Prevention (CDC), someone in the United States has a heart attack
every 40 s [2]. Cardiac troponin I proteins (cTnIs) have been regarded as specific biomarkers for AMI
because cTnIs are released only when myocardial tissues are damaged [1,3]. Therefore, diverse methods
have been developed for the sensitive and specific sensing of cTnIs [4–16]. Typically, cTnIs have been
identified by radioimmunoassay and enzyme-linked immunosorbent assay (ELSIA) [6,7]. However,
these methods often suffer from limitations such as low sensitivity, poor stability, and the high cost of
antibodies. Although several approaches have been recently developed for AMI biomarkers [8–16],
there is still a need to improve sensing performance for detecting very low levels of cTnIs.
Atomically flat surfaced nanomaterials have been interfaced with various kinds of systems,
improving nano-devices remarkably [17–23]. For the development of high-performance biosensors, it is
important to prepare bioactive surfaces that can provide the maximized functionality of bioreceptors [23].
Well-ordered bioreceptors on atomically flat surfaces can exhibit improved affinity and specificity
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toward target species, thus they can be important building blocks in the realization of high-performance
biological sensors [17–22]. To obtain an extremely sensitive and selective cTnI sensor, we combined an
advanced bioreceptor of cTnI with an atomically flat Au (111) surface of a nanoplate. Previously, our
group reported that the single-crystalline Au nanoplates have ultraflat and ultraclean surfaces [17]
and thus biomolecules could be uniformly immobilized on the atomically flat Au nanoplates [17–19].
Additionally, aptamers, oligonucleic acids with high affinity and specificity toward target molecules,
have been considered as outstanding bioreceptors because they have the beneficial properties of rapid
production, high stability, and easy functionalization [4,5,24]. We also discovered a novel aptamer that
can bind to cTnI 77 times more strongly than a commercial antibody through the systematic evolution
of ligands by the exponential enrichment (SELEX) method [4,5]. Taken together, it is hypothesized that
the combination of atomically flat Au nanoplates and a cTnI aptamer with high affinity can improve
the sensing performance of cTnI.
Herein, we demonstrate that the optimal immobilization of an aptamer onto the atomically flat Au
nanoplates can be a high-performance biosensor for cTnI. The atomic force microscopy (AFM) results
show that the aptamer is well immobilized on the Au nanoplate and also provides evidence that the
cTnIs can be captured on the aptamer-immobilized Au nanoplate. In addition, aptamer-functionalized
Au nanoparticles (NPs) are employed as reporters for surface-enhanced Raman scattering (SERS)-based
cTnI detection. Only in the presence of cTnIs, the Au NPs are assembled onto the Au nanoplate and
an NPs-on-nanoplate structure is formed. Scanning electron microscopy (SEM) images clearly show
the cTnI-detected NPs-on-nanoplate architectures. Moreover, we quantitatively detected cTnIs by
measuring SERS signals from the NPs-on-nanoplate structures. As a result, cTnIs in buffer solution are
detectable at a low concentration of 100 aM (2.4 fg/mL), and cTnIs in human serum can be identified at
a low concentration of 100 fM (2.4 pg/mL). Most importantly, the well-ordered aptamer on the Au
nanoplates enabled us to diagnose nine AMI patients accurately. Based on these results, we insist that
well-immobilized bioreceptors on Au nanoplates will be useful for the diagnosis of several diseases.
2. Materials and Methods
2.1. Synthesis of Au Nanoplates
Atomically flat Au nanoplates were synthesized by using a horizontal hot-wall furnace system
with a quartz tube. The alumina boat containing an Au slug (Sigma-Aldrich, St. Louis, MO, USA)
was placed at the heating zone and the sapphire substrates were placed in the low-temperature zone.
After the flowing of Ar gas for 30 min, the system was heated to 1100 ◦ C and reacted for 60 min.
The pressure of the system was kept as 10 Torr with an Ar gas flow rate of 100 sccm. After the reaction,
atomically flat Au nanoplates could be obtained on the sapphire substrates.
2.2. Aptamer Sequences
Table 1 shows the aptamer sequences used in this experiment (COSMO Genetech, Seoul, Korea).
The probe aptamer has a thiol group at the 30 -terminus. The reporter aptamer has a Raman dye
(Cy5) at the 50 -terminus and a thiol group at the 30 -terminus, respectively. The SELEX method for
discovering troponin aptamers was initiated with a single-stranded DNA (ssDNA) library consisting
of random sequences of 40 nucleotides. The troponin aptamers were selected by His-tag capture
magnetic beads. The binding percent of ssDNAs increased up to 63% in the 11th round but did not
increase thereafter. The selected ssDNAs were, therefore, eluted after the 11th round and amplified by
polymerase chain reaction.
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Table 1. Aptamer sequences used in this experiment.
Aptamer
Probe
Reporter

Sequence
50 -CGCATGCCAAACGTTGCCTCATAGT
TCCCTCCCCGTGTCC-HS-(CH2 )6 -30
50 -Cy5-CGTGCAGTACGCCAACCTTTCTCA
TGCGCTGCCCCTCTTA-HS-(CH2 )6 -30

Kd
(cTnI)

Kd
(Troponin Complex)

317 pM

3.37 nM

270 pM

3.10 nM

2.3. Aptamer Immobilization on Au Nanoplates
As-synthesized Au nanoplates were transferred onto a Si wafer and incubated in a 1 µM probe
aptamer solution (1 mL; 0.1 M phosphate-buffered saline (PBS), 10 mM NaCl, 5 mM KCl, 1 mM MgCl2,
pH 7.4) at room temperature for 12 h. Next, the aptamer-immobilized nanoplates were rinsed with
SELEX buffer (300 mM NaCl, 50 mM KCl, 10 mM MgCl2 , 50 mM Tris-HCl, pH 8.3) and distilled
deionized water.
2.4. Detection of cTnIs Using Aptamer-Immobilized Au Nanoplates
The cTnIs were added to a hybridization buffer solution (300 mM NaCl, 20 mM Tris-HCl, 0.5 mM
beta-mercaptoethanol, 20% (w/v) glycerol, 0.05% Tween 20, pH 8.0) or a hybridization buffer solution
with 20% human serum (Sigma-Aldrich). Au NPs (~10 nm) were purchased from Sigma-Aldrich and
used after centrifugation (10,000× g, 30 min). Au NPs were dispersed in a final 500 µL of 1 µM reporter
aptamer solution (0.05 M PBS, 5 mM NaCl, 2.5 mM KCl, 0.5 mM MgCl2 , pH 7.4) at room temperature
for 3 h. To remove excess reporter aptamers, the Au NP solution was centrifuged (10,000× g, 15 min),
the supernatant was removed, and resuspended in PBS (500 µL). For the detection of cTnIs, the
prepared cTnI solution (1 mL) was added to the aptamer-immobilized Au nanoplates at 35 ◦ C. After 6
h, the Au nanoplates were washed with the hybridization buffer and distilled deionized water. Next,
the cTnI-captured Au nanoplates were incubated in the Au NP reporter solution at 35 ◦ C for 30 min.
Finally, the cTnI-detected Au NP-on-nanoplate structures were rinsed with deionized water and dried
by N2 gas. The same experimental procedure was accomplished using troponin C (TnC, Abcam),
troponin T (TnT, Sigma-Aldrich), immunoglobulin G (IgG, Sigma-Aldrich), and avidin (Sigma-Aldrich)
instead of cTnI for the selectivity test.
2.5. Assays of Clinical Serum Samples
Nine clinical serum samples were collected at Kyung Hee University Hospital from patients with
(6 samples) or without (3 samples) AMI. The clinical study was approved by the Institutional Review
Board (IRB) of the Kyung Hee University Hospital (KMC IRB 1104-04). Consent documents were
obtained from all patients included in this study. All serum samples were stored at −80 ◦ C until use.
The concentration of cTnI in each of the clinical serum samples was determined using the SERS-based
method and ELISA (ab200016, abcam), respectively.
2.6. Instrumentation
SERS spectra were acquired using a homemade micro-Raman system based on an Olympus
BX41 microscope (Olympus, Japan). A He-Ne laser with 633 nm radiation (Melles Griot, Australia)
was used as the excitation source and the laser light was focused on the sample through a 50×
objective (Mitutoyo, Japan) of the microscope. The spectra were measured with a thermodynamically
cooled electron-multiplying charge-coupled device (Andor, UK) mounted on the spectrometer with
a 1200 groove/mm grating (Dongwoo Optron, Korea). A holographic notch filter was used to reject
the laser light (Kaiser Optical Systems, USA). The acquisition time was 1 min. SEM images were
obtained from a Nova230 microscope (FEI Company). AFM images were obtained from a Park Systems
XE-100 microscope.

by measuring the SERS signals.
The atomically flat Au nanoplates were prepared by a vapor transport method (Figure S1a). Assynthesized Au nanoplates have triangular shapes and ~100 nm thicknesses (Figure S1b,c). The length
of the nanoplates can be controlled from approximately a few micrometers to tens of micrometers by
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The atomically flat Au nanoplates were prepared by a vapor transport method (Figure S1a).
Figure 1b is the SERS spectra of Cy5 after the sensing of cTnI (100 pM and control) by using the
As-synthesized Au nanoplates have triangular shapes and ~100 nm thicknesses (Figure S1b,c).
aptamer-immobilized Au nanoplate platforms. When the 100 pM of cTnI solution (2.4 ng/mL) was
The length of the nanoplates can be controlled from approximately
a few micrometers to tens of
used, four major bands of Cy5 at 1580, 1485, 1360, and 1185 cm−1, which corresponds to v(C=N)stretch,
micrometers by changing the reaction conditions. Transmission electron microscopy (TEM) analysis
v(C-C)ring, v(C=C)ring, and v(C-N)stretch were clearly observed (blue spectra in Figure 1b) [25]. Because
indicates that the Au nanoplates are single crystalline with (111) in-plane orientation (Figure S1d–g).
Cy5 was only added to the reporter aptamer, the highly enhanced SERS signals of Cy5 verified the
Table 1 shows the aptamers for cTnI. Compared with the Kd value of the commercially available
antibody against cTnI (20.8 nM) [5], the binding affinities of the probe (3.10 nM) and reporter (3.37 nM)
aptamers for cTnIs are stronger. The previous report suggests the non-intersection of binding sites
between the probe and reporter aptamers [4,5]. The long complementary sequences of the troponin
aptamers can stabilize their secondary structures and improve the binding capabilities for cTnI.
Figure S2 shows the predicted secondary structure of the probe aptamer. For the simple immobilization
of the probe aptamer onto the Au nanoplates, we added a thiol residue at the 30 -terminus of the probe
aptamer. In addition, we added Cy5 at the 50 -terminus and a thiol group at the 30 -terminus of the
reporter aptamer. Cy5 has an absorption maximum at 647 nm, allowing incoming light at a wavelength
of 633 nm to excite the resonant vibration of Cy5 [25].
Figure 1b is the SERS spectra of Cy5 after the sensing of cTnI (100 pM and control) by using the
aptamer-immobilized Au nanoplate platforms. When the 100 pM of cTnI solution (2.4 ng/mL) was
used, four major bands of Cy5 at 1580, 1485, 1360, and 1185 cm−1 , which corresponds to v(C=N)stretch ,
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v(C-C)ring , v(C=C)ring , and v(C-N)stretch were clearly observed (blue spectra in Figure 1b) [25].
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[17–19]. Therefore, we sought to immobilize the high-performance aptamer for cTnI onto the Au
nanoplates and apply the aptamer-immobilized Au nanoplates for diagnosing AMI. Figure 2d
presents an AFM image of an aptamer-immobilized Au nanoplate after the detection of cTnI (10 pM).
Compared to those on the bare Au nanoplate, cTnIs captured on the whole Au nanoplate were
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Therefore, we sought to immobilize the high-performance aptamer for cTnI onto the Au nanoplates and
apply the aptamer-immobilized Au nanoplates for diagnosing AMI. Figure 2d presents an AFM image
of an aptamer-immobilized Au nanoplate after the detection of cTnI (10 pM). Compared to those on the
bare Au nanoplate, cTnIs captured on the whole Au nanoplate were observed. Figure 2e,f and Figure S4
present magnified AFM images. The mean height of 1.03 ± 0.2 nm (10,000 peaks in Figure 2e,f) suggests
that the probe aptamer was vertically immobilized and well-ordered. Furthermore, considering the
size of the cTnI (width of 2 nm and length of 20 nm), we speculated that the objects in Figure 2e,f and
Nanomaterials 2020, 10, x FOR PEER REVIEW
6 of 10
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In a typical hospital setting, after a blood separation process, serum is employed for the diagnosis
of AMI. Therefore, cTnI-sensing methods for the diagnosis of AMI should operate effectively in serum.
We examined the present method to detect cTnI in serum. Figure 3b is a plot of the 1580 cm−1 band
intensity versus the cTnI concentration in 20% serum. The full SERS spectra are shown in Figure
S6. When a control sample was employed, very weak but distinguishable SERS signals of Cy5 were
obtained. This result might be attributed to the nonspecific binding of proteins in the serum and
Au NP reporters. Because serum contains several kinds of proteins, electrolytes, hormones, and
Nanomaterials 2020, 10, x FOR PEER REVIEW
7 of 10
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Although many biochemical parameters of heart-tissue origin have been used in the diagnosis
of AMI from past to present, there is no consensus on the best cardiac biomarker [1]. Analysis of
a single biomarker is not recommended since there is no single ideal and specific biomarker [1].
Currently, cTnI and cardiac troponin T protein (cTnT) are the gold-standard biomarkers for diagnosing
AMI [3]. Additionally, other candidate biomarkers, such as heart-type fatty acid binding protein
(hFABP), glycogen phosphorylase isoenzyme BB (GPBB), S100, pregnancy associated plasma protein-A
(PAPP-A), C-reactive protein (CRP), tumor necrosis factor (TNF), interleukin 6 (IL6), interleukin 18
(IL18), CD40 ligand, myeloperoxidase (MPO), matrix metalloproteinase-9 (MMP-9), cell-adhesion
molecules, oxidized low-density lipoprotein (LDL), glutathione, homocysteine, fibrinogen, and D-dimer
procalcitonin, may also play a role in the diagnosis of AMI [1,3]. The current method demonstrated
cTnI detection only, however, we anticipate that the method will be used for the multiplex detection of
various AMI biomarkers and thus will allow a more accurate diagnosis of AMI.
4. Conclusions
We report that an optimal aptamer-immobilized Au nanoplate platform enabled the sensitive
and selective sensing of cTnI. The current study is important for the following reasons. First, the
aptamer-immobilized Au nanoplate platform can detect cTnIs in the buffer at a low concentration of
100 aM (2.4 fg/mL). Compared to the previously reported cTnI sensing methods, the detection limit of
this method is lower. Second, the high sensitivity of the aptamer-immobilized Au nanoplate platform
can be maintained in serum tests. cTnIs in serum can be identified at a low concentration of 100 fM
(2.4 pg/mL). This detection limit is much lower than the existing cutoff values, suggesting the potential
diagnostic ability of the method. Third, the aptamer-immobilized Au nanoplate allowed us to diagnose
nine clinical samples more accurately than conventional ELISA. In this regard, we expect that uniformly
immobilized bioreceptors on Au nanoplates will be useful for the diagnosis of several diseases.
Supplementary Materials: The following are available online at http://www.mdpi.com/2079-4991/10/7/1402/s1,
Figure S1: Schematic illustration of the experimental setup for the synthesis of Au nanoparticles and electron
microscope images of Au nanoplates, Figure S2: Predicted secondary structure of probe aptamer, Figure S3: AFM
analysis data of an Au nanoplate, Figure S4: AFM image of an aptamer-immobilized Au nanoplate after detection
of cTnI, Figure S5: Full SERS spectra corresponding to Figure 3a, Figure S6: Full SERS spectra corresponding to
Figure 3b: Table S1: Comparison of other cTnI detection methods.
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